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Sensitivity of surface plasmon resonance phase-interrogation biosensor is demonstrated to be enhanced by oblique
deposited silver nanorods. Silver nanorods are thermally deposited on silver nanothin film by oblique angle
deposition (OAD). The length of the nanorods can be tuned by controlling the deposition parameters of thermal
deposition. By measuring the phase difference between the p and s waves of surface plasmon resonance
heterodyne interferometer with different wavelength of incident light, we have demonstrated that maximum
sensitivity of glucose detection down to 7.1 × 10-8 refractive index units could be achieved with optimal deposition
parameters of silver nanorods.
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Optical sensors, the devices which can transform the in-
formation of light-matter interactions into the analytic
electronic signal, become more and more important
nowadays for the fields such as security for environment
and food [1,2], energy [3], remote sensing, and medical
diagnostics [4] because of their ultrafast responsibility
and remote sensing ability. Among the numerous optical
sensors, plasmonic nanosensors have great promise due
to their spectral tunability and much better adaptability
to modern nanobiotechnologies. Surface plasmon reson-
ance (SPR) as a kind of electromagnetic resonance of the
conduction electrons on metal surface is very sensitive
to the environmental refractive index variation, which
can be considered as a useful sensing parameter [5]. For
the plasmonic sensing applications, using the so-called
Kretschmann geometry [6,7] to excite the SPR at the
metal/target analyte interface is very fascinating because
of its low-cost, compact, and flexible experimental setup.
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in any medium, provided the original work is pspectral reflection dip of SPR mode can be monitored to
follow any changes that take place in the proximity [8].
Generally speaking, there are several choices of parame-
ters that can be used to accomplish the SPR sensing
process based on Kretschmann geometry.
Since the first observation of surface plasmon reson-
ance (SPR), various optical methods have been explored
to excite SPR at a metal-dielectric interface [9]. Such an
excitation can be utilized to achieve sensing of various
interfacial phenomena with extreme sensitivity. These in-
clude, for example, chemical and biological sensing
[10-18], film-thickness sensing [19], temperature sensing
[20], and angular measurement [21]. Among various plas-
monic sensing techniques, it has been quite well-known
that the ‘phase interrogation’ technique is by far the most
sensitive one in many applications [11,13-17,19,20].
Recently, we have found that the wavelength of incident
light will affect the detection sensitivity in the SPR moni-
toring of temperature [10]. We also observed that high-
resolution angular measurement and biological sensing
can be achieved by SPR phase interrogation at optimized
incident wavelength [17,20]. However, the value of the
optimal wavelength will change when the film thickness
varies. It is thus possible to reach optimal sensitivity by
tuning the thickness of metallic film at fixed wavelengthn Open Access article distributed under the terms of the Creative Commons
g/licenses/by/4.0), which permits unrestricted use, distribution, and reproduction
roperly credited.
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face roughness of the metallic film will also change the
sensitivity of SPR sensor [9,21,22].
In this paper, we demonstrate that the sensitivity of
the Kretschmann-based plasmonic sensor shown in
Figure 1 can be further improved through the use of the
oblique angle deposition (OAD) technique [23,24] to
fabricate the oblique Ag nanorods on the precoated Ag
thin film. The OAD technique as a kind of high-
throughput nanofabrication technology is very useful in
various applications of nanophotonic components such
as achromatic waveplates [25], metamaterials with nega-
tive refractive index [26], and antireflection coating [27].
The range of tilt angle between the nanorod and the Ag
film can be controlled by varying the vapor incident
angle [28]. J. Fu et al. also discussed the reflectance of
nanorod-based SPR sensor by using effective medium
theory. Comparison between theoretical calculations and
experimental results are fully discussed [28]. In this
article, we have discussed the optimization conditions of
the sensitivity of SPR phase-interrogation biosensor
enhanced by nanorods fabricated by OAD method
operated at different incident wavelengths.
Methods
For fabrication of the Ag nanostructures, at first the 50-
nm-thick Ag thin film is deposited on the cleaned trans-
parent BK7 glass substrate (Matsunami cover glass, 22 ×
22 mm2, 0.15-mm thickness, Matsunami, Kishiwada,
Osaka, Japan) by thermal deposition method under Ar
pressure of 5 × 10-6 Torr (deposition rate approximately
0.5 Å/s). Subsequently, the vapor incident angle between
the substrate and horizontal line is set as 85°, which means
the tilting angle between the substrate and Ag source is 5°
for generating the tilted Ag nanorods on the Ag thin film.
Figure 2a is the scanning electron microscope (SEM)
image of the fabricated Ag nanostructures. In the SEM
image, irregular Ag nanoparticles are observed. Some Ag
nanoparticles are aggregated into the cluster, which may
be associated to the self-aggregation behavior of thePrism
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Figure 1 Schematic picture of the SPR biosensor.cooling down Ag materials in deposition. The sizes of the
Ag nanostructure range from around 50 to 200 nm. As
shown in Figure 2b, which is the cross-sectional SEM
image of the fabricated nanostructure, the substrate, Ag
thin film with thickness of 50 nm, and the tilted Ag
nanorods can be clearly distinguished. The tilt angle be-
tween the nanorod and the Ag film is around 35° ± 5°,
which is larger than the tilting angle between the sub-
strate and Ag source. This result is similar to the results
reported by Y. J. Jen et al. [26]. The average length and
diameter of the nanorods are around 300 and 50 nm,
respectively. Similar observation result of surface mor-
phology can be obtained under the atomic force micro-
scope measurement (Nanosurf Mobile S, AFM, Nanosurf,
Liestal, Switzerland) in contact mode (Figure 2c). In AFM
image, the random distribution of the Ag nanorods can be
observed, and the variation of the height is around
25.3 nm.
Results and discussion
The experimental setup is identical to that used in [13],
except the Ag nanoparticles are replaced by the Ag
nanorods shown in Figure 2.
Figure 3 shows the measured results of the phase differ-
ence between the p and s waves of the wavelength
1,150 nm. Four different thicknesses, 6, 8, 10, and 12.5 nm,
of the nanorod thin films are considered. As we can see,
the resonance angle increases as the concentration of the
glucose solution increases. This is a consequence of the
SPR taking place, and satisfying the condition
k∥ ¼ ksp; ð1Þ
where k∥ ¼ ω=cð Þ ﬃﬃﬃﬃεpp sinθ is the parallel component of
the incident wave vector with the dielectric function of
prism εp and the incident angle θ, and ksp is the wave
vector of the SP waves. Though ksp is very complicated
due to the surface roughness of the nanorod thin film, it










where εrod is the effective dielectric function of the nano-
rod thin film and εg is the dielectric function of the glu-
cose solution. In our samples, the nanorod thin films are
almost filled by silver, so εrod can be roughly estimated
by the dielectric function of silver εAg = −61.35 + 4.18i at
the working wavelength λ = 1,150 nm [29]. On the other
hand, since the concentration of the glucose solution is
very low, the refractive index can be expressed by a
linear relation [30]
ng ¼ ﬃﬃﬃﬃεgp ≈nw þ αb; ð3Þ
Figure 2 Images of the Ag nanorods. (a) Top-view SEM image of the Ag nanorods. (b) Cross-sectional-view of the Ag nanorods. (c) Three-dimensional
morphologic AFM image of the Ag nanorods.
Figure 3 Experimental results of the relative phase difference between the p and the s waves. With different incident angles for various
glucose solutions. The incident wavelength is fixed at 1,150 nm. The SPR sensing chips employed are oblique silver nanorod thin films of the
thickness (a) 6, (b) 8, (c) 10, and (d) 12.5 nm, respectively.
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concentration of the glucose solution, and b is some di-
mensionless fitting constant. Substituting Equations 2
and 3 into Equation 1, one can verify that the resonance
angle increases as the concentration increases.
Another feature shown in Figure 3 is that there are
two types of the phase change near the resonance angle,
see Figure 3a,d. For the thinner nanorod film, the phase
changes from higher to lower values while the reverse
takes place when the nanorod film becomes thick. These
behaviors are caused by the competition between the
two damping rates: the internal damping and the radi-
ation damping [10,31]. For the thinner nanorod films,
the energy of the SP waves are mainly dissipated via ra-
diation damping, in which the EM fields are coupling
backward to the prism side and then radiate to space.
When the film thickness increases, the internal damping
dominates and the energy transfers to the thermal loss
in silver. Moreover, Figure 2b,c shows that though the
dominating damping is mainly determined by the film
thickness, it also slightly depends on the concentration
of the glucose solution.
In order to seek the optimal thickness of the nanorod
layer, we follow the definition of Nelson [12] to consider
the quantity: σn = (Δn/Δϕ)σϕ, which indicates the smal-
lest change of the refractive index that can be resolved
by the measuring instrument, where Δn/Δϕ is the
change of the refractive index per unit phase difference,
and σϕ is the finest resolution available of the measuring
instrument, which is 0.01° from the lock-in amplifier
used in our experiment. The refractive index of differentFigure 4 Sensitivity as a function of the thickness at different inciden
632.8-nm case.glucose concentrations can be calculated by using the
Fresnel equations [9]. Because this quantity indicates the
smallest change of the refractive index that can be re-
solved by the measuring instrument, it can be treated as
the definition of the sensitivity of the SPR sensor.
Figure 4 shows the sensitivity of the nanorod thin film as
functions of thickness. Except the original wavelength
(1,150 nm) used in Figure 3, we also consider a short wave-
length, 632.8 nm. As one can see, the thickness with the
best sensitivity is around 10 nm in both wavelengths. The
reason is that the enhancement of the sensitivity is due to
the strong local field caused by the surface roughness,
while the wavelength plays a minor role in this system.
The optimal thickness can be treated as a result of the
balance between two factors: the coupling efficiency of
the fields between the prism side and the solution side
and the local field enhancement due to the surface
roughness of the nanorod thin film. Nanorods thicker
than the optimized thickness, the field coupled from the
prism side of the Ag film is weaker, and thus reduce the
strength of the field in the solution side and leads a
lower sensitivity. On the other hand, if the thickness of
the nanorod film is thinner than the optimized thickness,
the surface becomes smooth and thus suppresses the local
field enhancement. Therefore, the optimal thickness is a
trade-off of the thickness that provides enough surface
roughness to support the high concentrated local fields
and also keeps the coupling effect strong enough.
Similar results can be observed from our previous
study of the nanoparticle system [13]. In that system, the
better sensitivity can be obtained when the sizes of thet wavelengths indicated in the figure. Inset is the zoom in of the
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coupling efficiency from the prism side to the solution
side. One can note that the performance of the nanopar-
ticle system is overall better than the nanorod system.
The reason is that because the size of both nanoparticles
and nanorods in our study is much smaller than the
wavelength, and the resonances of these nanoobjects are
dominated by the dipole mode. It is well-known that the
nanoparticle has a spherical symmetry, and hence is a
better ‘container’ of the dipole mode.
Conclusions
In this study, we have demonstrated the capability of the
oblique deposited Ag nanorods as a SPR sensing chip.
The sensitivity is dominated by the thickness of the
nanorods, while the dependence of the incident wave-
length is relative weak. Experimental results show that
with the optimal thickness 10 nm of the nanorods, the
sensitivity down to 7.1 × 10−8 can be achieved. Since the
enhancement of the sensitivity is due to the strong local
fields, the optimal thickness of the nanorod film comes
from the balance between the coupling efficiency and
the surface roughness.
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